This study examines the enlargement of the field of view (FOV) and the maintenance of a high signal-to-noise ratio (SNR) through the use of two high-temperature superconducting (HTS) resonators in a 3T MRI. Two Bi 2 Sr 2 Ca 2 Cu 3 O x (Bi-2223) surface resonators, each of 4-cm diameter, were used in a 3T MRI. Professionally made copper resonators operate at 300 K, but each Bi-2223 resonator, operated at 77 K and demonstrated a 3.75 fold increase in SNR gain. For the same scanning time, the SNR of the images of a rat's brain and back, obtained using two small Bi-2223 surface resonators, was higher than that obtained using a single 8-cm surface resonator.
Introduction
Magnetic Resonance Imaging (MRI) has become widespread in biomedical research. The MRI image is correlated with the signalto-noise ratio (SNR) of the magnetic resonance (MR) signals induced in the imaging resonators. These MR signals are weak, because of the small difference in the proton populations of the parallel and anti-parallel spins (,18 ppm at 3T for protons) that contribute to the signal [1] . To improve SNR in MR imaging, many studies have attempted to increase the sensitivity of the resonator by replacing the conventional copper-receiving resonator with either a high-temperature superconducting (HTS) thinfilm resonator [2, 3, 4] , a HTS surface resonator [5] , or a cryogenic probe [6] . In recent years, relatively inexpensive bismuth-based HTS tapes, such as Bi 2 Sr 2 Ca 2 Cu 2 O 3 (Bi-2223) and Bi 2 Sr 2 Ca 1 -Cu 2 O 3 (Bi-2212) tapes, have demonstrated increased potential for use in radio frequency (RF) surface resonators in MRI. Grasso et al. [7] measured the quality factor (QF) of HTS tape surface resonators made using Bi-2223 tapes and observed that the QF values were four times higher than those of commercially available MRI resonators, at 8 MHz. Jing et al. [8] theoretically measured the QF value of Bi-2223 surface resonators and verified the performance of Bi-2223 surface resonators by experiment. These two studies reported that Bi-2223 surface resonators can yield a higher SNR than copper surface resonators.
However, one of the limitations of using a Bi-2223 surface resonator for MRI is the small field of view (FOV). During the imaging process, the region of interest (ROI) is often not known, prior to the first scan. Therefore either a large resonator must be used to obtain a large FOV, or there is a risk of having to reposition a smaller resonator and repeat the scan. This problem occurs often when imaging a larger area, when repositioning the resonator can be time consuming. There are two methods of increasing the FOV of the resonator. One solution uses multiple surface resonators connected to multiple receiver channels [9] , but this is an expensive solution, because of the high cost of the additional receiver channels. The second method increases the area being imaged by using multiple resonators, which are arranged to minimize their mutual inductances [10] . The method for remotely selecting the sensitive region of a surface resonator uses mutually-coupled resonator arrays (MCRA). No studies have reported on the feasibility of using liquid nitrogen-cooled Bi-2223 surface MCRA at 3T. This study uses the latter method of improving the FOV by using HTS MCRA. This paper investigates the enlargement of the FOV and maintenance of a high SNR through the use of two 4-cm Bi-2223 surface resonators, instead of a single 8-cm HTS surface resonator. These arrays consist of two HTS primary receiver resonators inductively coupled to a single secondary resonator. The use of HTS MCRA for the enlargement of the FOV and the maintenance of a high SNR are investigated in this study.
Results

MR Images of a Phantom
The unloaded and loaded QF values for the 4-cm surface resonator of the HTS MCRA, at 77 K, were 1330 and 985, respectively. Similarly, the unloaded and loaded QF values of the 4-cm professionally made resonator of the copper MCRA, at 300 K, were 300 and 155, respectively. The unloaded and loaded QF values of the 4-cm professionally made resonator of the copper MCRA, at 77 K, were 578 and 350, respectively. The predicated SNR gain for the resonator of the HTS MCRA at 77 K was 3.76 and 1.85 times higher than those for the resonator of the copper MCRA at 300 K and at 77 K, respectively.
The images were used to evaluate the performance of the resonator of the HTS MCRA and the resonator of the copper MCRA. A comparison of the coronal phantom images obtained using the resonator of the HTS and the copper MCRA is shown in Figure 1 . Figures 1(a) and 1(b) show the image acquired using the resonator of the copper MCRA, at 300 K and at 77 K, while Figure 1(c) shows the image acquired using the resonator of the HTS MCRA, at 77 K. In the pictures in Figure 1 , the black circle represents the mean of ROI and the white circle represents the standard deviation (STD). The SNR of the resonator of the HTS MCRA at 77 K was 200, which is 3.84 times higher than the value of 52, which was obtained when using the resonator of the copper MCRA at 300 K.
The Relationship between Measured SNR and Depth
When the phantom images had been acquired, the performance of each RF resonator could be compared quantitatively, with respect to the relationship between SNR and depth. The resonator of the HTS MCRA at 77 K, the resonator of the copper MCRA at 300 K and the resonator of the copper MCRA at 77 K were individually placed in the cryostat, in order to measure the SNR. The results are shown in Figure 2 , which illustrates the experimentally determined relationship between SNR and depth. The x-axis represents the depth. The RF resonator plane is defined as zero depth. The y-axis represents the SNR. The distance between the RF resonator plane and the surface of the phantom is 2 mm. Figure 2 shows that the maximum value is obtained for the resonator of the HTS MCRA at 77 K; the minimum value is obtained for the resonator of the copper MCRA at 300 K. The black and blue circles show that the resonator of the HTS MCRA at 77 K is superior to the resonator of the copper MCRA at 300 K, providing about 3.84 times the gain in SNR value. The black and green circles show that the resonator of the HTS MCRA at 77 K is superior to the resonator of the copper MCRA at 77 K, providing about 2.27 times the gain in SNR value. Figure 2 shows that the value for SNR using the resonator of the HTS MCRA at 77 K is equal to 50, when the depth is 20 mm and the value for SNR using the resonator of the copper MCRA at 300 K is equal to 10, when the depth is 20 mm. It is also seen that the signal attenuation in the resonator of the copper MCRA is larger than that in the resonator of the HTS MCRA.
Rat Images Using Dual Bi-2223 Resonators
Further experiments were performed, involving rat brain and body imaging. Two HTS surface resonators were employed to increase the length of the scanned image. Figure 3 (a) shows the axial view of an in-vivo rat image, acquired using a copper resonator at 300 K. 
Discussion
Hyde et al. first proposed increasing the effective FOV in highresolution 1 H imaging by switching between multiple surfaceresonator receivers, arranged to minimize their mutual inductance [11] . Roemer et al. later demonstrated a system using four receiver coils and four receiver channels, calling it an NMR phased array [9] . Additionally, Roemer described methods for combining the data from the multiple receivers, in order to optimize the SNR in every voxel. The decoupling method uses overlapping adjacent resonators and attaches low input impedance preamplifiers to all resonators. Wright et al. proposed another method to increase the area being imaged by multiple resonators, which are specially arranged to minimize their mutual inductances [10] . The method uses MCRA, which are particularly well suited for use as switchable resonators. Only one element of the resonator array is directly connected to the receiver, which allows flexibility in the system design and implementation. For example, multiple primary coils can be resonated simultaneously, in order to allow both the size and the location of the sensitive region to be changed. Because coils that are not selected are detuned and all mutual coupling effects between selected coils are included in the analysis, primary coils need not be isolated (no mutual coupling) from each other. The system of three resonators, used in this study, includes two primary resonators and one secondary resonator; only one secondary resonator of the resonator array is directly connected to the receiver. The method of coupling is identical to Wright's coupling method.
Another issue is the depth of RF penetration into the HTS phased array. Yoshioka et al. showed that a small surface resonator of 23 mm is superior to a large surface resonator of 80 mm [12] . Small surface resonators usually have a higher SNR, because they receive noise only from nearby regions. This study uses two (4 cm) HTS surface resonators to improve the FOV, instead of one large (8 cm) HTS surface resonator. However, the two 4-cm high T c superconducting resonators result in reduced RF penetration in a rat, because of the smaller size of the resonator. Combined with the array construction, the two HTS resonators expand the FOV to beyond that of an individual HTS resonator, while maintaining a high SNR gain, because of the small size of the resonator.
The authors previously studied a Bi-2223 surface resonator of 4-cm diameter [13] . Using a Bi-2223 surface resonator at 77 K a SNR for rat brain imaging showed a gain of 3.75 over a similar copper resonator at 300 K. However, the small FOV is a limitation, when using a Bi-2223 surface resonator for MRI. Hence, a new method is proposed, which simultaneously uses two Bi-2223 surface resonators for 3T. All results are based on one dataset. The SNR gain for HTS MCRA over copper MCRA was observed in the in vivo rat brain, which is similar to that for a single surface resonator configuration. This study demonstrates the advantages of using two HTS surface resonators in a Bruker 3T MR scanner. The advantages of using an array of small surface resonators, instead of a larger resonator with the same FOV, are that (i) there is no increase in imaging time; this conclusion is also noted by Roemer et al. [9] (ii) there is a higher SNR; this conclusion is also noted by Yoshioka et al. [12] , and (iii) there is improved sensitivity at all depths; this conclusion is also noted by Wright et al [14] .
A related study of HTS arrays was completed by Wosik et al., who reported on a planar 200 MHz superconducting tworesonator array for magnetic resonance imaging applications [15] . The array was constructed from a double-sided, thin YBa 2 Cu 3 O 72x film on r-cut sapphire substrate and consisted of two 24 mm diameter resonators with built-in planar capacitors for coupling, tuning and matching electronics. Wosik et al. developed a HTS-based, multilayered planar structure (HTS/dielectric/ metal), which, in addition to HTS resonators, included built-in resonator capacitors for tuning, matching and coil-to-coil decoupling. This study uses a different HTS material: Bi-2223 tape. Wosik's decoupling method uses built-in resonator capacitors for tuning, matching and coil-to-coil decoupling, but this study uses a MCRA for decoupling. This is the first study to integrate two HTS surface resonators in order to enhance the SNR and enlarge the FOV in a 3T MRI. Consistent with previous reports related to cooled MRI surface resonators [16, 17, 18, 19, 20, 21] , the results show promising evidence that a HTS surface resonator is a useful imaging component for MRI studies, especially for animal studies. In this study, in-vivo animal imaging also showed that two HTS resonators at 77 K produced significant SNR gains of 3.75, compared with the copper resonator at 300 K. Combined with the array construction, the two HTS resonators expand the FOV to beyond that of an individual HTS resonator, while maintaining a high SNR gain, because of the small size of the resonator. Imaging results are shown in Figure 3(b) . The dark MRI signal region near the rat's shoulder in Figure 3 (b) is due to some B 1 cancellation of the signals for two HTS resonators. The enlarged FOV reduces the scanning time for the whole body imaging of a rat. Because of its ease of implementation and the flexibility of the design, HTS mutually coupled arrays should be of use in a number of applications in MR imaging, such as the design of resonators for multinuclear study [22] . In the future, it should be possible to use four HTS resonators in a newly designed resonator [23] . The relationship between resonator size, resonator-to-body distance and SNR will be the next area of study. Most importantly, two HTS resonators may be combined with parallel imaging techniques, to save imaging time, and may also be used in MR microscopy for small animals and for human pathology modeling, which often demands high resonator sensitivity.
Materials and Methods
Evaluation of SNR Gain Using the Quality Factor
For small samples, the noise from the resistance of the receiving surface resonator may dominate the SNR of MR signals. Therefore, reducing the resistance of the surface resonator effectively increases the SNR. According to the derivation by Hoult and Richards [24] , the relationship between SNR and surface resonator factors can be formulated as follows,
where B 1 xy represents the magnetic field produced by the unit current, T c and T s are the temperatures of the surface resonator and the sample, respectively, and R c and R s are the resistances of the surface resonator and the sample, respectively.
The improvement in SNR for the use of HTS resonators, instead of room-temperature copper resonators, can be determined using QF characterization. Inductive measurement techniques can be used to determine the quality factor of HTS resonators under different loading conditions. The loaded and unloaded QF values allow accurate estimation of the respective contributions to the induced sample and internal resonator losses to the SNR. The sensitivity factor for unloaded HTS resonators can be measured directly using a single-loop probe method [25] . In this study, QF values under unloaded and loaded conditions were measured using a standard reflectometry technique, whereby the resonator to be tested is matched to a 50 V resistance, via an inductive copper matching-loop. The ratio of loaded to unloaded QF values can is used to evaluate the loaded sensitivity factor, using equation (2). Images of the brain and body of a rat using (a) the copper surface resonator at 300 K, (b) the HTS tape surface resonator at 77 K and (c) 3X magnification of the rat brain portion of Fig. 3(b) , showing details of the rat brain. doi:10.1371/journal.pone.0042509.g003
where Q l is the loaded QF value, Q u is the unloaded QF value, T c is the temperature of the copper or the HTS resonator and T s is the temperature of sample. From the material aspect, it should be noted that a fair comparison between a HTS resonator and a copper resonator requires the same design and geometrical parameters for both resonators.
Hardware MR experiments were performed on a Bruker Biospec 3T MRI system (Bruker Biospin, Ettlingen, Germany) with an inserted gradient, for which the maximum gradient strength was 200 mT/ m and the inner diameter was 12 cm. The resonator system (Figure 4(a) ) consisted of two HTS resonators, receiving resonator 1 (primary resonator 1) and receiving resonator 2 (primary resonator 2). Each HTS resonator comprised a 4-cm circular loop, made from the Bi 2 Sr 2 Ca 2 Cu 3 O 10 /Ag (Bi-2223) tape (Innova Corp., Beijing, China). The high-QF capacitor (22 pF and QF<1000 at 125 MHz, American Technical Ceramics, NY, USA) was nonmagnetic and was directly soldered at both ends of each tape.
RF signal transmission and reception was accomplished using inductive coupling [26] , as shown in Figure 4 (b). M 12 , M 13 and M 23 are the coupling coefficients of the signal pick-up resonator (secondary resonator) and receiving resonator 1, the signal pick-up resonator and receiving resonator 2 and receiving resonator 1 and receiving resonator 2, respectively. If the distance between the signal pick-up resonator and receiving resonator 1 decreases, then M 12 increases. Therefore, the distances between these three resonators must be repeatedly modified, by trial and error. Note that most of the protocols used images of small animals, requiring transmit/receive (T x /R x ) separation. However, the T x /R x configuration was used, because of the space limitations of the gradient bore. The cryostat was placed inside the 12-cm diameter gradient bore, leaving no space for the volume coil as a transmitter. In order to perform the HTS experiment, the cryostat and the T x /R x configuration were required, although the T x /R x configuration reduces the SNR. Figure 5 shows the experimental setup, wherein the matching and signal pick-up resonator with a tunable variable capacitance is positioned between the two HTS surface resonators and the rat. The pickup resonator is a 4-cm-diameter circular surface resonator, made from copper. It was placed below the resonator system and outside the cryostat, at 300 K, approximately 2 mm away from the two HTS surface resonators, as shown in Figure 5 . One trimmer capacitor (Voltronics Corp., NJ, USA) was soldered to the pick-up surface resonator. Tuning, matching and signal pick-up were achieved by adjusting the relative position of the signal pick-up surface resonator and by tuning a variable trimmer capacitor to cancel out the imaginary part of Z in . The same geometry and position were used for both the HTS and professionally made copper resonators.
The professional copper resonator was constructed using copper cable (Hitachi, Japan), with 99.9999% (6N) purity copper cable and a high-Q capacitor (22 pF and Qs<1000 at 125 MHz, American Technical Ceramics, NY, USA). It was nonmagnetic and was directly soldered at both ends of each cable. The diameter of the copper cable was 1.5 mm.
The cryostat used for rat experiments was placed inside a gradient bore of 12-cm diameter. The cryostat was completely constructed from Styrofoam, to ensure thermal insulation. The two HTS resonators were cooled in a self-designed polystyrene container to 77 K, using liquid nitrogen. The container could maintain a temperature of 77 K for about 1 hour. All of the Sparameter measurements were performed using a network analyzer HP8751A (Agilent, CA, USA). The Q-values of both the HTS and the copper surface resonators were measured under unloaded and loaded conditions. A whole rat was used as the test sample for measurement of the loaded Q-factor. The decoupling behaviour in the unloaded and loaded cases is different, because of the coupling effect of the imaging sample. To cure the coupling effect of the imaging sample, the signal pick-up was performed by adjusting the relative position of the signal pick-up surface resonator and by tuning a variable trimmer capacitor to cancel out the imaginary part of Z in . When the load under the coil is changed, fine-tuning is required for better decoupling.
The phantom was a cylindrical phantom, 29 mm in diameter and 90 mm in length, filled with 20-mM CuSO 4 solution. The power setting for each individual resonator was determined by stepping through a range of transmitting attenuation values, in the pre-scans. The Sprague Dawley (SD) adult female rat (weight 250,300 g) was placed on a heated water pad, to maintain a rectal temperature of ,37uC when it was in the MRI room. The rat was initially anesthetized with 3% isoflurane in a 1/1 Oxygen/Air mixture and injected with atropine (20 mg/kg), in order to avoid excessive salivation. Each animal was secured in a head holder, with ear bars and a bite bar to prevent head movement, and was strapped to a plastic cradle. Rectal temperature and heart rate were continuously monitored throughout the experiment. The Institutional Animal Care and Use Committee at National Taiwan University approved all of the procedures for the animal experiments.
Imaging Experiment
Firstly, the performance of both HTS and copper resonators was tested. The images of the phantom were acquired using a fast spin echo sequence with repletion time (TR)/echo time (TE) = 3500/62 ms and NEX = 1. The FOV, the slice thickness and acquisition matrix sizes were 4 cm64 cm, 2 mm, and 2566256, respectively. The in-plane resolution was 156 mm. The rat brain and body was imaged using two HTS resonators. All images were acquired using a fast spin echo sequence with TR/ TE = 3500/62 ms and NEX = 1. Note that the T 1 value of the rat's brain at 3T varied from 1084 to 1823 ms. Thus, a TR of 3500 ms was chosen to avoid the saturation effect and to provide a more realistic B 1 distribution for the resonator [27] . The FOV, slice thickness and acquisition matrix size were 6 cm68 cm, 2 mm, and 2566256, respectively. The in-plane resolution was 2346312 mm. The optimum transmitted power was set to maximize the signal amplitude of both the HTS and the copper resonators.
Measurement of the SNR for a conventional image uses the mean value of the pixels within the region of interest (ROI), whose size was 0.5 cm60.5 cm. The standard deviation of the background noise is measured by using the largest possible ROI (avoid ghosting/aliasing or motion artifact regions). The SNR of an image is calculated as the ratio of the mean signal to the standard deviation of the background noise. SNRs were calculated, in order to compare the performance of the HTS and the professionally made copper surface resonators. 
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